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The Use of a Permanent Magnet for Water Content
Measurements of Wood Chips

P. J. Barale, C. G. Fong, M. A. Green, P. A. Luft, A. D. Mcinturff, J. A. Reimer, and M. Yahnke

Abstract—The Lawrence Berkeley National Laboratory has de-
veloped a device that measures the water content of wood chips,
pulp and brown stock for the paper industry. This device employs
a permanent magnet as the central part of a NMR measurement
system. This report describes the magnet and the NMR measure-
ment system. The results of water content measurements in wood
chips in a magnetic field of 0.47 T are presented.

Index Terms—NMR, permanent magnet, pulp and paper. ‘l
RFE Multiplexer
I. INTRODUCTION .

HE LAWRENCE Berkeley National Laboratory (LBNL)
has been involved with developing sensors for the paper in-
dustry since 1997. The industry has been modernizing its facili-
ties to improve efficiency. Modern paper plants recycle water, Permanent RF Receiver
pulp, digester chemicals, and the chemicals that provide the Magnet and
paper finish. A modern paper plant can be a net energy pro- its Enclosure
ducer. The organic material that is separated from the cellulose
(lignin and other volatile chemicals) during the pulping process
is used to generate heat for producing steam and electricity for
use within the plant. The amount of net energy produced by the Water Content
plant depends on the plant efficiency and the amount of feed- Measurement
stock wood that enters the mill.
Modern paper plants can produce over 1500 metric tons of o _ ,
. . . ig. 1. A schematic diagram of a wood chip moisture content measurement
paper per day on a single production line. These plants use cg,ﬂ,—,ce that uses NMR.
tinuous pulping. This means that wood in the form of chips,
water, and chemicals enter the digester on a continuous bases. A
slurry of cellulose and water (brownstock) leaves the digesterto |l THE NMR MOISTUREMEASUREMENT DEVICE

go to a bleaching plant or directly to a paper-making machine.the NMR moisture measurement device consists of a per-

The black liquor left over from the pulping process is separatghnent magnet, the magnet enclosure, a tube for carrying the
into recycled pulping chemicals and organic fuel used t0 gefzoqct to be measured, an RF coil that sends and receives the
erate energy for the mill. The LBNL program worked on dege hses for doing the NMR measurements, an RF pulse gen-

veloping nuclear magnetic resonance (NMR) sensors that coldo an RF receiver and a computer that analyzes and refor-

monitor the pulping process [1]. mulates the data. A schematic diagram of the water content mea-
LBNL developed a bench scale sensor that measures the. ant device that uses NMR is shown in Fig. 1.

water content of wood chips, brownstock, and black liquor. The NMR magnet is a permanent magnet that was purchased
This report describes a water content measurement device a commercial vendor. This magnet produces an induction
uses a permapent m.agnet. Moisture content measuremeii§ 47 T that is uniform to about 10 parts per million. The good
were made using ordinary hydrogen NMR at 20 MHz. Thﬁeld diameter is about 19 mm, and the good field region length is
results of the measurements of water content in wood chipS,i§q it 25 mm. The magnet has atriangular shape. The permanent
presented in this report. magnet is about 322 mm long and 282 mm wide and 197 mm
thick. The magnet mass is 68 kg. A schematic view of the 0.47
, . , T permanent magnet is shown in Fig. 2.
Manuscript received September 26, 2001. This work was supported b The magnet shown in Fig. 2 uses oriented samarium—cobalt
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Fig. 2. A schematic view of the 0.47 T permanent magnet used in the bench scale NMR moisture measurement device.

field uniformity was very close to that claimed by the manufac-
turer.

The biggest problem with using permanent magnets for
NMR is the change in field due to temperature changes.
Samarium—cobalt is one of the best of the permanent magnet
materials with a temperature coefficient ef400 parts per
million (ppm) per degree C. As a comparison heodymium—iron
has a temperature coefficient of abeut000 ppm per degree
C and the ferrite materials have a temperature coefficient close
to —2000 ppm per degree C. The temperature coefficient of the
permanent magnet materials can be particularly troublesome
when one is using NMR to measure moisture content. LBNL
solved the temperature coefficient problem by putting the
permanent magnet into an insulated temperature-controlled
box.

The use of the permanent dipole permitted LBNL to use a
solenoidal RF coil that was wrapped around the sample tube.
The sample tube and the RF coil insulation were made from a

rangement of the RF coil and sample is shown in Fig. 3.
Since the field generated by the magnet is 0.47 T, the RF
system designed for a nominal frequency of 20 MHz. The proof
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material that does not contribute to the NMR signal. The ar- Magnet Pole
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of principal Iaboratory tests were done at 300 MHz in a 7.1 fii9- 3. Arrangement of the wood chip sample tube and the RF coil within the

. A . Q47T t t gap.
superconducting solenoid with a very uniform (about 0.1-ppm permanent magnet gap

field). The superconducting magnet had virtually no field drift

and no temperature coefficient. The wood samples in the benciThe liquid water signal was separated from the signal gener-
scale magnet tests were two to three orders of magnitude largtgd by the cellulose and lignin in the wood using free induction
than they were in the 300 MHz laboratory tests. It was detatecay (FID) of the RF signal that was read back from the sample.
mined that good NMR signals could be obtained in the 0.47The solid components in the wood have a short FID decay time
permanent magnet. constant while the liquid water has a long FID decay time con-
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stant. The FID signal shows a characteristic knee between the 60
short time constant decay of the solid wood and the long time
constant decay of water. Using that characteristic signal, one can

determine the mass fraction of liquid water in the sample. S0

40
I1l. M OISTURE CONTENT MEASUREMENTS OFWOOD CHIPS
UsSING NMR IN A PERMANENT MAGNET

30

LBNL successfully measured the water content of wood .
chips, brownstock (a mixture of cellulose and water) and black
liquor using the bench scale prototype. Wood chip water-con-
tent tests were done over a broad range of moisture contents
for various species of wood. NMR measurements of moisture
content were compared with the TAPPI standard method of
measuring moisture content where the mass of the sample is L4 Sample 2
measured before and after oven drying at reduced pressure. A 0
comparison of moisture content measured by NMR and oven 0 10 20 30 40 50 60
drying is shown in Fig. 4.

Fig. 4 compares measurement made on two different sam- % Moisture by NMR
ples of wood chips. From Fig. 4, one can see that moisture con-
tent measurements made using NMR at 20 MHz are in goBE- 4. A comparison of'the measurement of moisture content in wood chips

. . =~ ~using NMR and oven drying.
agreement with moisture content measurements made using the’
standard TAPPI test employing oven drying. The measurement
points are within a few percent of the straight line that indicates
perfect agreement between the two methods of measurement. It
is not clear whether the errors are due to errors in the NMR mea-
surement system or errors in oven drying method. The biggest
difference between the measurement methods is the time that it
takes to make a single moisture content measurement. A single
NMR water content measurement takes only a few seconds;
water content measurements using oven drying take up to two
hours.

NMR does more than just measure the moisture content of
wood. It can also tell one where the moisture is located in the
sample. Samples of varying moisture content were prepared
from previously dried chips and water. The samples were al-
lowed to come to equilibrium by sitting in contact with the water
for over 24 hours. NMR was used to measure the water in the
pores and the water on the surface. Fig. 5 shows the results of
these measurements. 45 50 55 60 65 70 75

Fig. 5 strongly suggests that the pores in the wood species
measured saturate, when the moisture content reaches about 60 Moisture Content (%)
percent. Water will soak into the wood until the pores are sat-
urated. Once the pores are saturated, the excess water renfaéns Mois_ture content within wood pores and on the surface of the chips as
on the surface. It is clear from Fig. 5 that NMR can differentiat§easured using NMR at 20 MHz.
between liquid water within the wood pores and liquid water
outside of the wood pores. form of ice should have a FID decay time constant that is

Since water outside of the wood pores can be differentiateinilar solid wood. The measurements show that the FID time
from water within the pores, experiments were done to seecibnstants could be differentiated between wood, water ice, and
water in liquid form could be differentiated from water in solidiquid water. The second thing of interest was that a certain
form within wood chips. A series of measurements were dofraction of the water in wood chips remained in the chips in
with wood chips with varying water contents at a series of tertiguid form, even at-50 C. At —20 C, much of the water in
peratures from-50 C to+20 C. Fig. 6 shows some results taketthe chip pores appears to be liquid. The cause of this is not
for chips of varying moisture contents-a20 C and+20 C. understood. The water within the wood pores is quite pure so a

The first thing that was surprising about the frozen chip dasuppressed freezing point due to dissolved salts is an unlikely
was the fact that frozen water could be differentiated frowause the liquid water found in the wood pores at temperatures
wood solids and liquid water. It was thought that water in thigelow O C.
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- may be as accurate as measurements made using the TAPPI
—0—— Solid Pore -20C standard test for moisture content. NMR moisture content mea-
——4—— Liquid Pore -20 C surements can be made in a few seconds.
——O0—— Liquid Pore +20 C NMR moisture content measurements can differentiate be-
tween pore moisture and surface moisture. Moisture in the form
of liquid water can be differentiated from water in the form of
ice. Being able to differentiate water from ice means that NMR
can be used in a number of areas in the forest products industry.
The important question is whether NMR sensors will be cost ef-
fective.

The bench scale model tested at LBNL could be the basis for
a laboratory moisture content tester for use within a paper mill.
The effect of the permanent magnet temperature coefficient can
be overcome by automatically tuning the RF frequency so that
: : | : itis alway§ on resonance. _
0 10 20 30 40 50 Increasing the sample size to allow the flow stream entering
a plant to be analyzed will require a much larger good field
region (about 150 mm in diameter) than can be economically
Fig. 6. A measure of the amount of liquid water and solid water in the por&cmeved us,mg,a perman.ent magnet. A good field region Fhat
of wood chips at-20 C and—20 C. is 150 mm in diameter will probably need a superconducting
magnet to generate the magnetic field [2].

Signal Fraction (Arbitrary Units)

Moisture Content (%)

IV. CONCLUDING COMMENTS

The experiments at LBNL indicate that the water content of
wood chip, pulp, and paper can be measured using NMR at rel- REFERENCES
atively low fields. Other experiments not reported in this report 11} 5 capitani, A. L. Segre, D. Attanasio, and B. Blicharskaal, *H-1
indicate that water content can also be measured in brownstock NMR relaxation study of paper as a system of cellulose and water,”
and black liquor from the digester of a paper mill [2]. TAPPI Journa) vol. 79, no. 6, p. 113, June 1996. ,
Moist tent measurements can be done accuratel usinZ] M. A. Green, P. J. Barale, and C. G. Foatal, “Magnet options for
oisture con y sensors for the pulp and paper industry,” in Advances in Cryogenic En-

NMR. It appears that NMR measurements of moisture content  gineering. New York: AIP Press, 2001, vol. 47, to be published.
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